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We present the implementation of a three-dimensional mapping routine for probing solid-liquid
interfaces using frequency modulation atomic force microscopy. Our implementation enables fast
and flexible data acquisition of up to 20 channels simultaneously. The acquired data can be directly
synchronized with commercial atomic force microscope controllers, making our routine easily
extendable for related techniques that require additional data channels, e.g., Kelvin probe force
microscopy. Moreover, the closest approach of the tip to the sample is limited by a user-defined
threshold, providing the possibility to prevent potential damage to the tip. The performance of
our setup is demonstrated by visualizing the hydration structure above the calcite (10.4) surface in
water. Published by AIP Publishing. [http://dx.doi.org/10.1063/1.4952954]
I. INTRODUCTION
Dynamic atomic force microscopy (AFM) is a most valu-
able tool for studying solid-liquid interfaces in real space.
Numerous technical improvements have made it possible to
resolve mineral surfaces,1–3 molecular crystals,4 and molec-
ular adsorbates5–8 with atomic-scale resolution. In addition,
the introduction of three-dimensional (3D)-AFM by Fukuma
et al.9 has enabled the visualization of the interfacial hydration
structure.10–13
In 3D-AFM, the volume above the surface is scanned by
the tip. This can be performed by collecting multiple images
at different tip-sample distances.14,15 Since measurements in
liquids are often subject to large drift, a more robust method
is to periodically approach and retract the tip to and from
the sample while laterally scanning across its surface. How-
ever, in contrast to conventional imaging, where a feedback
loop is used to adjust the distance between tip and sample, a
different method for regulating the tip-sample distance needs
to be employed in 3D-AFM. One possibility is to use the
distance feedback loop with low gain to adjust the average tip-
sample distance. This concept has been successfully applied
in frequency modulation (FM)-AFM,9 bimodal AFM,16 and
amplitude modulation AFM.13 Another option, which is more
suited to non-planar samples, is to stop the cantilever approach
whenever a user-defined threshold is reached. This opens up
the possibility to investigate, e.g., step edges, other non-planar
structures17,18 and, additionally, allows to minimize poten-
tial damage to the tip. Kobayashi et al.19 employed a field-
programmable gate array in combination with a home-built
AFM controller20 to perform threshold-based 3D mapping.
Here, similar to the above mentioned approach by
Kobayashi et al., we present an easy-to-realize micro-
controller-based implementation of 3D mapping at solid-
liquid interfaces. While being highly robust due to tip retrac-
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tion upon reaching a threshold, the main advantage of the
present implementation is given by the large number of simul-
taneously recordable data channels that are directly synchro-
nized with the scan movement. This provides means to employ
more elaborate AFM-based measurement modes, e.g., related
to the rapidly growing field of probing voltage-modulated
electrostatic effects at solid-liquid interfaces.21–24
II. IMPLEMENTATION
The setup is based on a commercially available Multi-
mode AFM with a Nanoscope V controller (Bruker Nano
Surfaces Division, USA) optimized for low-noise operation in
liquids using the FM operation mode.25 This instrument has
been further extended to perform photothermal cantilever exci-
tation.26 However, the number of channels that can be recorded
with the originally used controller is limited to four (z-piezo
displacement and three additional data channels), making the
controller insufficient for some applications (e.g., 3D FM-
AFM). By combining custom electronics with an HF2LI lock-
in amplifier (Zurich Instruments, Switzerland), which also
includes a phase-locked loop (PLL) and four feedback control-
lers, we are able to record an increased number of up to 20
channels. The setup is schematically depicted in Fig. 1 while
its individual components are described in the following.
A. FM-AFM operation
For FM-AFM operation, the PLL of the HF2LI is used
to excite the cantilever at its current eigen frequency. The
amplitude of the oscillating cantilever is kept constant by
adjusting the excitation amplitude using a feedback loop of
the HF2LI. The eigen frequency shift ∆νe provided by the
PLL is subtracted by an user-adjustable eigen frequency shift
setpoint ∆νsetpointe . This signal is fed into the Nanoscope V
controller using its external signal access module (SAM III,
Bruker Nano Surfaces Division, USA). The controller nullifies
the difference between eigen frequency shift and its setpoint by
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FIG. 1. Wiring diagram of the setup. The components added for 3D mapping
are shaded gray. The laser used for photothermal excitation is described in
Ref. 26, the amplifier of the deflection signal in Ref. 25. The Nanoscope V
controller and the HF2LI are described in Sec. II, the signal access module
(SAM III) in Sec. II A, the microcontroller and the low-pass (LP) filter in
Sec. II B, and the divider in Sec. II C.
employing a feedback loop that adjusts the z-piezo displace-
ment. While for conventional imaging, the tip is scanned at
constant∆νe, we decrease the gain of the z-piezo feedback loop
when performing 3D mapping. This ensures a compensation
for sample tilt and vertical drift, but does not interfere with the
mapping routine described below.
B. Three-dimensional mapping in liquids
We implement 3D mapping by modulating the z-piezo
displacement with a microcontroller (Atmel SAM3X8E as
provided with the Arduino Due platform) while the AFM
controller ensures the lateral scanning of the tip over the sur-
face. The modulation is performed by applying a voltage with
a triangular waveform using the digital-to-analog (DAC) con-
verter of the microcontroller. The triangular waveform en-
sures a uniform sampling of the entire range as well as a
constant velocity for both the approaching and retracting tip.
The vertical velocity, which can be set from a computer using
a serial connection emulated over USB, is chosen to be larger
(typically by a factor of 100) than the scan velocity in the fast
scan direction. For noise reduction the bandwidth of the analog
output of the microcontroller is limited to 10 kHz by a second-
order low-pass (LP) filter based on the LT1363 operational
amplifier (Linear Technology, USA). The filtered signal is
added to the z-voltage provided by the AFM controller by
using a high-voltage (HV) adder.
To prevent approaching the tip too close to the sample
during the 3D mapping, a retraction criterion is provided by
exploiting a feedback loop of the HF2LI. The feedback loop is
adjusted as a pure proportional controller which considers the
eigen frequency shift as its error value. If the eigen frequency
shift exceeds a user-defined threshold, the feedback loop out-
puts a digital signal (D2 in Fig. 1), which triggers an interrupt
at the microcontroller. Subsequently, if the tip is approaching
the sample when the interrupt is triggered, the direction of the
vertical tip movement is reversed.
C. Data acquisition and synchronization
Data are acquired, processed, and displayed with a self-
written software based on IGOR Pro (Wavemetrics, USA). A
self-written IGOR Pro extension27 (written in C due to perfor-
mance considerations) utilizes the HF2LI software interface
to digitally capture data (i.e., eigen frequency shift, phase
shift, oscillation amplitude, excitation amplitude, and static
deflection) at a user-adjustable sampling rate of up to 28 kHz
per channel for up to 20 channels. The IGOR Pro extension
runs as a separate thread in which the data are continuously
polled from the HF2LI in an asynchronous fashion. Subse-
quently, the data are stored in cyclic buffers. To allow for
an assignment of the recorded data with the position of the
tip, a synchronization with both the scan engine of the AFM
controller as well as the microcontroller that adjusts the z-
piezo displacement is necessary. The synchronization with the
scan engine is achieved by digital end-of-line (EOL) and end-
of-frame (EOF) triggers provided by the AFM controller.28
After each line, the AFM controller outputs a trigger pulse at
its EOL output. Since the pulses are too short for a reliable
detection, they are used as a clock signal for a binary counter
(74HC4040, Fairchild Semiconductor, USA). The output Q0
of the counter (division by 2) represents each trace and retrace
scan as a HIGH and LOW signal, respectively [x-direction,
Fig. 2(a)]. Thus, the fast lateral scan direction is directly avail-
able for further data assignment. Similarly, the AFM controller
outputs two short digital LOW pulse after each frame. We
use a second binary counter (which performs a division by 4,
output Q1) to obtain a HIGH and LOW signal for each up and
FIG. 2. Timing diagram of the line (a) and frame (b) synchronization of the
scan controller as well as the vertical synchronization with the microcon-
troller (c). The naming of the digital inputs to the HF2LI (Dx) is consistent
with Fig. 1.
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FIG. 3. Lateral slices extracted from a three-dimensional eigen frequency shift map above the calcite (10.4) surface in water (data are shown for the approaching
tip). The black-to-white color scale is limited to values from (a) −4.6 kHz to 10.4 kHz, (b) −4.6 kHz to 6.4 kHz, (c) −4.6 kHz to 3.4 kHz, and (d) −3.6 kHz to
3.4 kHz.
down frame, respectively [y-direction, Fig. 2(b)]. Therefore,
we directly obtain the slow lateral scan direction for further
data assignment. The microcontroller indicates the direction of
the vertical cantilever movement by an additional digital signal
[z-direction, Fig. 2(c)]. The processed triggers from the EOL
and EOF outputs of the AFM controller as well as the trigger of
the microcontroller are fed into the digital inputs of the HF2LI.
The HF2LI records the trigger channels as well as its other data
channels which are used for further data processing within the
self-written software.
Using the recorded triggers, we can assign the data to indi-
vidual frames and lines. For each lateral scan line, the digitally
encoded vertical direction [z-direction, Fig. 2(c)] is used to
reconstruct the vertical position of the tip. We perform this
line-by-line data processing online during the measurement,
allowing the AFM user to quickly evaluate the data and react
to potential changes during the recording of a 3D map.
III. PROOF OF CONCEPT
We demonstrate the 3D mapping capability of our setup
by resolving the hydration structure of the calcite (10.4) sur-
face in water. After cleaving the calcite crystal (Korth Kristalle
GmbH, Germany), pure water (Millipore GmbH, Germany)
was injected in a closed liquid cell (Bruker Nano Surface
Division, USA) that was sealed with an O-ring. The sample
was allowed to equilibrate with the solution for approximately
6 h. In water, the used silicon cantilever (PPP-NCHAuD,
Nanosensors, Switzerland with a gold-coated backside) ex-
hibited an eigen frequency of 129.6 kHz and a quality factor
of 9. We determined the deflection sensitivity by a distance-
dependent deflection measurement while the tip was in contact
with the surface and obtained a spring constant of 32.5 N m−1
by evaluating the thermal noise.29 The oscillation amplitude
was kept constant at 0.11 nm and the eigen frequency shift
retraction threshold was set to 20 kHz. An exemplary dataset
is presented in Figs. 3 and 4.
The shown data were acquired in 160 s (corresponding to
64 scan lines and a time of 2.5 s per trace and retrace) with
a vertical cantilever velocity of 92 nm s-1 (yielding approxi-
mately 190 pixel in vertical direction and 48 pixel in the fast
scan direction). Due to the independent vertical and lateral tip
movement, not the entire data are collected for the first and last
approach or retract curve within each slice, respectively. This
explains the additional regions with no data available (color-
coded blue) on the left and right edges in Figs. 3 and 4. To
account for the static deflection, we use the sum of the adjusted
z-piezo displacement zp and the measured static deflection qs
as distance coordinate. Additionally, the data are corrected
for sample tilt and vertical drift by subtracting the vertical
distances by a linear fit of the position of closest approach to
the sample. Moreover, through comparison with Ref. 30, the
shown data were laterally distorted to match the surface unit
cell dimensions of the calcite (10.4) surface.31
Lateral slices (extracted in various heights parallel to
the sample surface) reveal a periodic pattern that allows to
assign the surface unit cell of calcite [orange rectangle in
Figs. 3(a)–3(d)]. The observed patterns are commensurate to
each other. Moreover, at a fixed lateral position, minima and
maxima alternate within the different layers. A vertical slice
FIG. 4. (a) Vertical eigen frequency shift slice along the dashed line in Fig. 3.
The black-to-white color scale is limited to values between −3.6 kHz and
5.4 kHz. Data points not accessed by the tip are colored blue. (b) Averaged
profiles over the area indicated by the circles in Fig. 3. The indicated positions
of the extrema in the profiles correspond to the heights of the lateral slices in
Fig. 3.
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shown in Fig. 4(a) shows a regular checkerboard-like pattern
of ∆νe extrema. In Fig. 4(b) we show the eigen frequency
shift as a function of the tip-sample distance extracted above
different positions within the surface unit cell (averaged within
the blue and red circle shown in Fig. 3). Here, several alternat-
ing minima and maxima are again clearly visible. Thus, our
observations are qualitatively in line with both previous exper-
imental12,13,32,30 and theoretical33,34,30 3D-AFM measurements
on calcite (10.4), where water has been found to be vertically
ordered in several layers as well as laterally commensurate to
the underlying surface unit cell. Note that a direct quantitative
comparison of the eigen frequency shift in FM-AFM would
require also to compare several operational parameters (i.e.,
oscillation amplitude, excitation amplitude, and phase shift)
which is beyond the scope of this manuscript.
IV. CONCLUSION
In conclusion, we present the implementation of three-
dimensional mapping at solid-liquid interfaces using a custom
data acquisition system. Up to 20 channels can be recorded
simultaneously in synchronization with the scan movement.
The z-piezo displacement is performed by a microcontroller
which is able to reverse the vertical direction of the tip move-
ment based on a user-defined threshold. This flexible architec-
ture makes our setup easily extendable for techniques related
to AFM, such as Kelvin probe force microscopy, open-loop
electric potential measurements and bimodal AFM techniques.
We demonstrate the high-resolution capabilities of our 3D FM-
AFM setup by successfully imaging the hydration structure of
the calcite (10.4) surface in water.
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